44469A AC ATTENUATOR RESISTORS 
OPERATING NOTE 





|. Description 


The -hp- Model 44469A provides seven pairs of resistors. These resistor pairs are used to 
provide 10:1 attenuators on the 44462A 10 channel multiplexer option assembly for the -hp- 
3421A Data Acquisition/Control Unit. Refer to Chapter 8 of the 3421A Operating, Pro- 
gramming, and Configuration Manual for specific installation information. 


il. Usage 


The associated photograph shows where the resistors are to be mounted on the 44462A 
assembly. Use extreme care when removing the existing jumpers. Because the assembly is 
designed as a high impedance circuit board, use clean handling techniques and thoroughly 
clean the assembly when you are finished. Cut off the resistor leads as close to the circuit 
board as possible but without damaging the circuit board. 


Only qualified service trained personnel should remove, configure, - 
and re-install the 44462A 10 channel multiplexer assembly. Make 
certain that all voltage sources are removed from the instrument 
and option assembly prior to removing the assembly from the 3421A 
case. Failure to do so may cause personal injury and/or damage 
to the instrument and option. 


Ml. Parts 
The following parts are supplied with the 44469A. 
hp: Part Number 


Ary. Description 












0698-6305 Fixed resistor, 900 kOhms, .001% 
0698-7853 Fixed resistor, 101.5 kKOhms, .001% 
Part Number 44469-90000 9/82-09 
mms 1 Breced 


FOR MORE INFORMATION, CALL YOUR LOCAL HP SALES OR SERVICE OFFICE or East (201) 265-5000 ® Midwest (312) 255-9800 ® South (404) 
955-1500 @ West (213) 970-7500 or (415) 968-9200;0R WRITE, Hewlett-Packard, 1501 Page Mill Road, Palo Alto, California 94304. 
IN EUROPE, CALL YOUR LOCAL HP SALES OR SERVICE OFFICE OR WRITE, Hewlett-Packard S.A., 7, rue du Bois-du-Lan, P.O. Box CH-1217 MEYRIN 2 
-Geneva, Switzerland. IN JAPAN, Yokogawa-Hewlett-Packard Ltd., 9-1, Takakura-cho, Hachioji-shi, Tokyo, Japan 192 
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CERTIFICATION 


Hewlett-Packard Company certifies that this product met its published specifications at the time of shipment from the 
factory. Hewlett-Packard further certifies that its calibration measurements are traceable to the United States Na- 
tional Bureau of Standards, to the extent allowed by the Bureau’s calibration facility, and to the calibration facilities 
of other International Standards Organization members. 


WARRANTY 


This Hewlett-Packard product is warranted against defects in material and workmanship for a period of one year 
from date of shipment [,except that in the case of certain components listed in Section | of this manual, the warranty 
shall be for the specified period] . During the warranty period, Hewlett-Packard Company will, at its option, either 
repair or replace products which prove to be defective. 


For warranty service or repair, this product must be returned to a service facility designated by -hp-. Buyer shall 
prepay shipping charges to -hp- and -hp- shall pay shipping charges to return the product to Buyer. However, Buyer 
shall pay all shipping charges, duties, and taxes for products returned to -hp- from another country. 


Hewlett-Packard warrants that its software and firmware designated by -hp- for use with an instrument will execute its 
programming instructions when properly installed on that instrument. Hewlett-Packard does not warrant that the 
operation of the instrument, or software, or firmware will be uninterrupted or error free. 


LIMITATION OF WARRANTY 


The foregoing warranty shall not apply to defects resulting from improper or inadequate maintenance by Buyer, 
Buyer-supplied software or interfacing, unauthorized modification or misuse, operation outside of the environmental 
specifications for the product, or improper site preparation or maintenance. 


NO OTHER WARRANTY IS EXPRESSED OR IMPLIED. HEWLETT-PACKARD SPECIFICALLY 
DISCLAIMS THE IMPLIED WARRANTIES OF MERCHANTABILITY AND FITNESS FOR A PARTICULAR 
PURPOSE. 


EXCLUSIVE REMEDIES 
THE REMEDIES PROVIDED HEREIN ARE BUYER’S SOLE AND EXCLUSIVE REMEDIES. HEWLETT- 
PACKARD SHALL NOT BE LIABLE FOR ANY DIRECT, INDIRECT, SPECIAL, INCIDENTAL, OR CONSE- 
QUENTIAL DAMAGES, WHETHER BASED ON CONTRACT, TORT, OR ANY OTHER LEGAL THEORY. 
ASSISTANCE 


Product maintenance agreements and other customer assistance agreements are available 
for Hewlett-Packard products. 


For any assistance, contact your nearest Hewlett-Packard Sales and Service Office. 
Addresses are provided at the back of this manual. 




















